The Privilege 
of Owning a 


Littmann’ 


Stethoscope 





Your new 

LITTMANN Stethoscope 

IS designed to eliminate 
virtually every possible source 
of acoustical leakage. 


— The elimination of acoustical 


leakage means you will 
near body sounds louder 
and capture the subtle 
sound qualities that often 
escape from a lower 
Quality stethoscope. 





Your new LITTMANN Stethoscope is designed to give you the most 
comfortable, acoustically-sealed ear fit. Notice that the eartubes are 
permanently set at an anatomically correct angle. 
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For maximum acoustic performance, the two most popular 
sizes of eartips are included with your stethoscope. Alter- 
nate size eartips are available upon request. For an extra 
charge, soft eartips are available through your medical 
supply dealer or from our service center listed below. The 
size which most effectively seals the outer ear canal will 
also be the most comfortable. For personal safety and 
also maximum acoustic performance, make sure eartips 
_are screwed on tightly. 


When you combine the superior acoustics and comfort of a 
LITTMANN Stethoscope with its light weight and portability, it 
becomes clear why you now own the most popular brand of 
stethoscope. But this is only the beginning! 


The Littmann Stethoscope Guarantee 


Your LITTMANN Stethoscope is fully guaranteed. Should repair ever 
be necessary, they will be made without charge during the first 12 
months following purchase. Barring obvious abuse or accidental 
damage, repairs will be made thereafter for a minimum service charge 
to cover the cost of parts and handling. Your chestpiece is guaranteed - 
for 3 years. 


Now take a look at what we will do to help you maintain your 
LITTMANN scope for a lifetime of use: 


The Littmann Stethoscope Service 


For a minimal service charge we will do all of the following: 


e replace the binaural eartubes and tubing: 

e replace diaphragm and non-chill ring: 

e clean chestpiece and eartips; and 

e return your stethoscope 24 hours after we receive it. 


For maintenance or repair, send your scope directly to: 


3M 

Medical Products Service Center 
3M Center, Bidg. 518-1, Dock 1 
St. Paul, Minnesota 55414 


Here are a few tips for your part in the scope’s 
use and maintenance: 


e Avoid extreme heat, cold, solvents and oils 

e The eartubes and plastic tubing can be wiped 
clean with alcohol or mild soapy water 

e Eartips may be unscrewed from the eartubes for 
thorough cleaning 


NOTE: Do not immerse your stethoscope in any liquid or subject it 
to steam sterilization. If sterilization is required, the stethoscope 
should be gas sterilized using the cold cycle in a STERI-VAC® Gas 
Sterilizer followed by aeration for 8 hours ina STERI-VAC™ — . 
Aeration Cabinet or at room temperature for 5 days. Here 


e On the LITTMANN Combination Stethoscopes, 
you select either the diaphragm or open bell 
chestpiece by holding the chestpiece stem in one 





hand and rotating the chestpiece with the other Not 
hand until a click is felt. Here 
e lf adjustment of the spring tension in the headset 
is desired, grip the headset firmly using both 
hands with your thumbs at the center of the fork. 7 


Flex the eartubes gradually until the desired 


- tension is obtained. 
“*LITTMANN is a registered trademark of 3M Company 
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Please use this prepaid card to request alternate size 
eartips, or for comments or questions about your new 
Littmann Stethoscope. 


NAME 

STREET 

GU Ve OIA i ee ZIP 

MODEL NO. OF SCOPE 

DATE PURCHASED 

ALTERNATE SIZE EARTIPS: SMALLER L)~ LARGER LU 
COMMENTS: 


One or more of the following patents apply: 
U.S. Patents: 
3,108,652; 3,168,160; 3,168,161; 3,276,536, 3,152,659; 
3,366,198; 3,504,760; DES 205,171. 

Patenied in Canada 1967 and in other foreign countries. 


©November, 1980 
34-7009-1786-6 





Diagnostic Products 
Medical Products Division/3M 
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